



Infectious complications in 
surgery, despite the achievements 
of pharmacotherapy in antibiot-
ic prophylaxis, continue to oc-
cur with the use of implants. In 
Ukraine, patients after endopros-
thetics of large joints, patients 
with cancer prostheses, the prog-
nosis after septic complications is 
not always favorable, treatment 
protocols require large material 
and time costs [1, 2]. The first 
stage in the development of an 
infectious complication is the 
formation of microbial films [3]. 
Since bacterial adhesion is one 
of the first steps in the forma-
tion of a biofilm, the creation of 
conditions that impede the at-
tachment of cells to the surface 
can significantly slow down or 
completely impede its formation. 
A decrease in the adhesion of 
microorganisms on the surface of 
materials can be achieved due to 
functional polymer coatings [4, 
5]. Coatings with silver content 
[6, 7] and biocomposite coatings 
with metal oxides have antimi-
crobial properties [8]. Recently, 
there have been works on the use 
in medicine of titanium implants 
with an oxidized surface in ana-
tase [9, 10]. It is proposed to use 
this method of surface transfor-
mation of the anatase titanium 
alloy, which contains silicon diox-
ide crystals (patent for invention 
u2019 02729).
Aim: to evaluate the effectiveness of preventing the forma-
tion of microbial biofilms on the surfaces of implants made of 
titanium alloys VT5-1, VT6 with a transformed surface into 
anatase.
2. Materials and methods
For the anatase-converted surface of titanium alloys, the 
ability to prevent the formation of microbial biofilms of Staphy-
lococcus aureus, Escherichia coli and Pseudomonas aeruginosa 
is evaluated.
The study was carried out in the bacteriological laboratory 
of the Severodonetsk multidisciplinary city hospital from Janu-
ary 2019 to September 2019.
Most studies of the antibacterial properties of surfaces are 
carried out in bacterial suspensions in a static mode or in a flow 
cell; the viability of the amount of planktonic form of bacteria is 
estimated depending on the contact time with the modified sur-
face. In the laboratory of the Severodonetsk multidisciplinary city 
hospital, it is not possible to work with open colonies of microflora, 
therefore, the development of bacteria in closed tubes and closed 
Petri dishes is evaluated. It is also taken into account that during 
the formation of a biofilm, it consists of up to 80 % protein matrix. 
Therefore, by the number of fixed matrices after autoclaving, the 
intensity of bacterial development 
in fixed biofilms is estimated.
The static cell adhesion and 
the disc diffuse methods are used.
In the first series of experi-
ments, the adhesive properties of 
anatase are investigated. A mil-
liary suspension of Staphylococ-
cus aureus and Escherichia coli 
(1.5×108 CFU/ml) is prepared. 
5 ml of each microorganism stra- 
in suspension is poured into each 
tube, then plates (5 plates in each 
series, air sterilization, t-160º, 
60 minutes) from VT5-1, VT6, 
plates from VT5-1, VT6 with trans- 
formed in the anatase surface, 
plates of VT5-1, VT6 with the sur-
face converted to anatase with the 
presence of silicon dioxide in the 
pores. The contents of the tubes 
are mixed 2 times a day. After 
3 days, the tubes with plates are au-
toclaved. The surface of the plates 
is examined on an XS 6220 UCM-
JS05100KPA microscope under a 
magnification of 100X. The inten-
sity of the formation of microbial 
biofilms on the plates is evaluated 
visually by the four-cross system.
In the second series, intraop-
erative implant contamination is 
simulated. Sterile plates (five plates 
in each series, air sterilization, 
t-160º, 60 minutes) from VT5-1, 
VT6 and plates from VT5-1, VT6 
with anatase-converted surface are 
placed in Petri dishes on an agar-
agar layer, next to the contact with 
the plates, the museum flora of 
Staphylococcus aureus, Escherichia coli and Pseudomonas aeru-
ginosa are looped. The growth of microflora is evaluated on the 
first, second and third days, the distance of the growth of bacte-
rial colonies to the edge of the plates is measured with a caliper.
In the third series, the inhibitory effect of the anatase 
surface on the activity of bacterial substances is studied, and 
the disk diffusion method is used. According to the stan-
dard method, the museum flora of Staphylococcus aureus, 
Escherichia coli and Pseudomonas aeruginosa is seeded in a 
Petri dish with agar-agar, sterile plates of VT5-1, VT6 with 
anatase-converted surface and plates of VT5-1, VT6 with trans- 
formed are placed on top into anatase surface with the presence 
of silicon dioxide in the pores of crystals. The plates are air ster-
ilized, t-160º, 60 minutes. The growth of microflora is evaluated 
on the first day.
3. Results
After autoclaving, VT5-1 and VT6 plates shows traces of 
black and brown biofilms in all cases.
After autoclaving on plates with an anatase-modified sur-
face, traces of biofilms are not detected in test tubes with 
St. aureus culture. In test tubes with E. coli culture, there were 
isolated traces of light films.
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Abstract: Aim: to evaluate the effectiveness of preventing the 
formation of microbial biofilms on the surfaces of implants 
made of titanium alloys VT5-1, VT6 with a transformed sur-
face into anatase.
Materials and methods. The study was carried out in the 
bacteriological laboratory of the Severodonetsk multidisci-
plinary city hospital from January 2019 to September 2019. 
The ability to prevent the formation of microbial biofilms of 
Staphylococcus aureus, Escherichia coli and Pseudomonas 
aeruginosa was evaluated. The static cell adhesion method 
and the disco diffuse method were used. The surface of the 
plates was examined on a XS 6220 UCMJS05100KPA micro-
scope. The intensity of the formation of microbial biofilms 
on the plates was evaluated visually by the four-cross system.
Results. On all coatings with anatase, in comparison with 
unmodified plates, the intensity of initial adhesion and the 
number of bacteria fixed on the surface of the colonies mark-
edly decreased. On surfaces with silica crystals, biofilm for-
mation was minimal. The altered surface of titanium alloys 
VT5-1 and VT6 anatase and anatase with silicon dioxide 
crystals does not inhibit microflora growth.
Conclusions. The transformed surface of titanium implants 
into anatase and anatase with silicon dioxide crystals pre-
vents the fixation of biofilms of microbial associations.
Keywords: antimicrobial coatings, titanium implant, anatase.
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After autoclaving on plates with an anatase-changed surface 
with crystals of silicon dioxide, traces of biofilms are not found 
in all test tubes.
The results show that on all coatings with anatase, in 
comparison with unchanged plates, the intensity of initial 
adhesion and the number of bacteria fixed on the surface of 
colonies markedly decreased (Table 1). On the surfaces of ana-
tase with crystals of silicon dioxide, the formation of biofilms 
is minimal.
Table 1
The intensity of the formation of biofilms on the surfaces of 
implants for 3 days
Implant material St. Аurreus Esh.сoli
Titanium plate VT5-1, VT-6 ++++ ++++
VT5, VT-6 + TiO2 titanium plate +/– – – ++/– –
Titanium plate VT5-1, VT-6 + TiO2 + SiO2 – – – – – – – –
In the second series, in Petri dishes with МT5-1 and МT6 
plates, the colonies of cultures of St.aureus and Ps.aeruginosa 
touches the edges of the plates by the first day, and by the 
third day they begin to grow around the plates with tight con-
tact with the edge of the implants (Fig. 1). Colonies of E. coli 
touched the plates by the first day, 10–20 mm around the plates 
by the third day.
Fig. 1. The third day after seeding, microbial colonies are fixed 
on titanium implants after contamination
In all cases with the surface of anatase and anatase with 
crystals of silicon dioxide, the first days of the colony of micro-
organisms approach 1––2 mm to the edges of the plates, by the 
third day, the colonies increase in size near the plates, the shape 
of the implants is repeated at a distance of 1–0.5 mm, but do 
not touch the edges (Fig. 2). In the third series, in all cases of 
inhibition of flora growth is not noted.
Fig. 2. The third day after seeding, microbial colonies grow near 
the titanium implant with the surface transformed into anatase 
after contamination, but are not fixed on the surface
4. Discussion
Most studies of the antibacterial properties of materials 
are carried out in bacterial suspensions and by the disc diffuse 
method, when the release of the active antibacterial form from 
the modified surface leads to growth retardation [6]. After 
diffusion into the surrounding tissue, the “active” surface is 
depleted and ceases to impede the development of microflora on 
the implant, which does not prevent the formation of biofilms 
in the late postoperative period. The results of suspension tests 
also significantly depend on the possibility of releasing active 
antimicrobial ingredients from modified surfaces [4], and when 
using implants in orthopedics, surfaces undergo significant 
mechanical stress during surgery, which can also lead to surface 
defects. Surfaces using physical properties, in particular the 
presence of a constant electric charge [11, 12] also have antibac-
terial properties. The surface of titanium converted to anatase 
possesses electret ability, which gives it antibacterial properties, 
which is confirmed by our research.
The following studies show the potential for the practical 
use of the antibacterial properties of titanium implant crystals 
converted to anatase and anatase with silicon dioxide crystals in 
order to prevent the fixation of microbial associations.
The altered surface of titanium alloys VT5-1 and VT6 ana-
tase and anatase with silicon dioxide crystals does not inhibit 
microflora growth; such a coating resistant to microbial associ-
ations is not washed out in aqueous solutions and does not emit 




1. Haiko, H. V. et. al. (2019). Dvoetapne likuvannia peryproteznoi infektsii kulshovoho suhloba. Zbirnyk naukovykh prats XVIII 
zizdu ortopediv-travmatolohiv Ukrainy. Ivano-Frankivsk, 239–240.
2. Berezka, M., Lapshyn, D. (2019). The role of intraoperative microbiology examination in case of infectious complication 
prevention after the arthroplasty. Zbirnyk naukovykh prats XVIII zizdu ortopediv-travmatolohiv Ukrainy. Ivano-Frankivsk, 
236–237.
3. Costerton, W., Veeh, R., Shirtliff, M., Pasmore, M., Post, C., Ehrlich, G. (2003). The application of biofilm science to the study 
and control of chronic bacterial infections. Journal of Clinical Investigation, 112 (10), 1466–1477. doi: http://doi.org/10.1172/
jci20365 
4. Kalmantaev, T. A., Sadikova, G. T., Perelygin, V. V., Pokhilenko, V. D. (2011). Poluchenie i ocenka effektivnosti antimikrob-
nykh polimernykh pokrytii na osnove baktericidnykh veschestv BACILLUS CIRCULANS i PAENIBACILLUS POLYMYXA. 
Mikrobiologiia, 12, 1478–1486.
5. Shtilman, M. N. (2006). Polimery mediko-biologicheskogo naznacheniia. Moscow: IKC «Akadem-kniga», 400.
43
MEDICINE AND DENTISTRY
6. Mostovaia, O. S. (2012). Ispolzovanie dentalnykh implantov s modificirovannym biokompozicionnym antimikrobnym 
pokrytiem (eksperimentalno-klinicheskie issledovaniia). Saratov, 18.
7. Knetsch, M. L. W., Koole, L. H. (2011). New Strategies in the Development of Antimicrobial Coatings: The Example of In-
creasing Usage of Silver and Silver Nanoparticles. Polymers, 3 (1), 340–366. doi: http://doi.org/10.3390/polym3010340 
8. Liasnikova, A. V., Lepilin, A. V., Liasnikov, V. N., Smirnov, D. A. Mostovaia, O. S. (2010). Kompleksnoe issledovanie fiziko- 
khimicheskikh i mediko-biologicheskikh antimikrobnykh svoistv biokompozicionnykh pokrytii dentalnykh implantov. 
Novye materialnye tekhnologii. Vestnik SGTU, 1 (44), 83–91.
9. Vakhitov, B. I., Sitdikova, I. D. (2016). Sravnitelnii analiz svoistv pokrytii na titane i ego splavakh, poluchennykh razlichnymi 
metodami. Lechenie artrozov. Vse, krome zameny sustava. Kazan: Izd-vo Kazan.un-ta, 41–43.
10. Fishman, M., Kniazhanskaia, M., Nemec, A., Cun, A. (2017). Snizhenie riska tromboza i restenoza pri ispolzovanii stentov s 
elektretnym otricatelno zariazhennym pokrytiem. Almanakh klinicheskoi mediciny, 45 (3), 234–241.
11. Bratskaia, S. Iu. (2009). Polisloinye i kovalentno privitye funkcionalnye pokrytiia na osnove polisakharidov dlia predotvra-
scheniia bakterialnoi adgezii. Vestnik DVO RAN, 2, 84–92.
12. Vyrva, O. Ye., Shevchenko, I. V., Korolov, O. O. (2019). Artykuliuiuchi speisery kulshovoho suhloba v likuvanni pery proteznoi 
infektsii. Zbirnyk naukovykh prats XVIII zizdu ortopediv-travmatolohiv Ukrainy. Ivano-Frankivsk, 237–238.
© The Author(s) 2019
This is an open access article under the CC BY license 
(http://creativecommons.org/licenses/by/4.0).
Received date 17.09.2019
Accepted date 23.10.2019
Published date 30.10.2019
